Evaluation of NISHIJIN e-textile for 12-lead ECG measurement through automatic ECG analyzer.
The authors are developing e-textile measuring 12-lead ECG signal based using a historical brocade developing technique, NISHIJIN-ORI. In this paper, a NISHIJIN e-textile sensor belt prototype designed for ambulatory measurement (pre-hospital 12-lead ECG measurement) was tested on twenty volunteers. The recorded data was evaluated through the result of commercial automatic ECG analyzer. The obtained results are almost equivalent with the ones obtained through conventional ECG electrodes. However, the results suggest slight modification of the prototype.